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To our Tekscope readers: 

Beginning with this issue, a new section entitled ‘'New 
Products” will appear in Tekscope. It includes the in- 
fonnation formerly contained in the New Product 
Su|)plenient that accompanied Tekscope. To simplify 
printing and distribution, product prices are shown on 
the attached inquiry card rather than as a jjart of the 
jnoduct description. We invite you to use the card for 
further information or a demo of any of the products 
discussed. 

'T he "Classified Ad Supplement" that accompanied, 
or appeared as an integral j^art of, Tekscope i.s also 
availal>]e through the irse of the inquiry card, VV^e plan, 
i)v this means, to give you more up-to-date information 
on lliKd'RONIX instruments our customers wish to 
buy or .sell. 

We trust these changes will increase the value of 
Tekscope to you, and welcome your conmients. 



Sinc^^rclv, 

(/ 
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Gordon R. Allison 
Tekscope Editor 
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A 5 MHz 

digitally 

controlled 

spectrum 

analyzer 



D igital control of instrumentation is rapidly coming into vogue. Besides 
being the popular thing to do, what are the advantages to users of spec- 
trum analyzers,-' One important advantage is the operating ease achieved bv 
simplified controls, and the abdity to place those controls lor maximum 
operator convenience. But there is much more. 

The more includes an automatic start-up mode that switches in full at- 
tenuation to protect against inadvertent overloads damaging the input 
mixer, and sets the center frequency at zero witii the 0-Hertz marker displayed 
on-screen for a quick operational check. More also includes new capabilities 
to measure signals masked by noise, and more precise measurements made 
with greater ease. These are just a lew of the benefits in store for users of the 
7L5 Spectrum Analyzer. Others will be apparent as we discuss the 7L5 in 
greater detail. 

The 7L5 is a 0 to 5 MHz spectrum analyzer designed to operate in any 
/000-Series mainlrame liaving crt readout. It occupies two j)lug-in compart- 
ments, leaving the other two conijxirtments in a 1-hole mainframe available 
for time shared time domain measurements. A unique plug-in front end over- 
comes the performance limitations imjxised by trying to accommodate a wide 
range of input impedances, and permits an 80 dB dynamic window over a 
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Fig^. 1. Signal drift is easily observed using ihc max Imld function. 
Split memory is used to display frequency excursion over time 
imer\al, and frc([ucncy a I time pluun was taken. 




Fig, ii. I wo Siiiali signals in presence of noise wifii rio digital 
a\ craging. 




Fig. 3. Same signals as in Fig. 2 with ilte signals below the sweep 
cursor digitally averaged. Noise i.s greatly reduced ami true small 
signal amplitude of -,102 dlbn is indicated. 



reference level range of ™128 dBm to + 21 dBm. Cali- 
brated displays are maintained for both dBm and dBV 
measurements, selectetl by a iront-panel switch. 

Front-panel controls 

The uncluttered front panel of the 7L5 gives the im- 
pression that the unit is easy to operate. And it is. Digi- 
tal controls yield many benefits in the de,sign, nianu- 
iacture, and usability of the instrument. They allow 
j)ladng the controls for operator convenience, and give 
a much wider range than is usually available with con- 
ventional analog controls. For example, the Reference 



Level coiurol has a range of 119 clB in 1 clB and 10 cIB 
stejjs, and die Dot Frequency control covers a range of 
0 to 1999.75 kHz in 250 Hz and 10 kHz steps. Digital 
operation also simplifies the coupling of two or more 
controls, eliminating expensive and complex mechani- 
cal configurations. With the Resolution control in the 
COUPLLD position and the TIME/DIV in AUTO, 
optimum sweep rate and resolution are automatically 
selected lor each pcmtkm of the FREQUENCY SPAN/ 
DiV (omrol. giving one-knob control of these three 
hinaions foi- many applications. 

One ol the 1 actors liiat makes die 7L5 easv to operate 
is familial- nomenclature and function for the from- 
panel controls. Tiie major 1 unction that may be un- 
1am i liar to you is digital storage, so let’s take a look at 
this section first. 

Digital storage 

koui' pushbuttons and one \ a liable control handle tlie 
digital storage (unctions ol the 7L5. With none of the 
pus] 1 buttons actuated, the unit o[)erates as a conven- 
lionai analv/ei . With either DISPLAY A or B actuated, 
the digital stoi age sec lion is activated, and the bright, 
steady displays and measurement capabili tics aliorded 
by digital stcjiage come into play. The memory is split 
into two sections ol 259 X-axis locations each. Wlien 
both .V and B |)ushl)uuous are actuated, the sections 
are interlaced allowing updating of all 512 liori/ontai 
locations. Iniormation in both memory seed on, s is uj)- 
dated every sweep unless the .S.VVT pusldnitton is 
actuaiecL \Fitii SA VT A and DISPLAY A actuated, data 
in memory are displayed, but ncm u]>dated, .ser\ ing as 
a rcicrence against which the contents of B memory 
can be compared. 

A maximum hold function is available by actuating 
die ^^AX HOId) control. In this mode, the maximum 
ann^liiude stored in every horizontal j)osition of the 
memory is displayed. I’he information is updated every 
sweep, with the residtant displav a c umulaiive envelope 
as a jirogre.ssion ol time. Figure I shows such a display. 
Using split memoi-y, die liac top pedestal shows the 
Irequency excursion of an oscillator as it sliifted about 
one and one half divisions across the screen, while the 
second half ol the memory displays the oscillator fre- 
cjuency at the time the photo was taken. Thh function 
is useful in checking for signal drift as in Figure 1, or 
lor unattended monitoring for the presence of short- 
duraiion signals. 

A unicjue leature o( the 7L5 digital storage is the 
ability to digitally average the anqilitude of the dis- 
played signal. 1 he tlireshold lor averaging is continually 
adjustable irom tiie i)ottoni of the display, for ncj aver- 
aging, to the tcjj:> ol the display, ior averaging all dis- 
played signals. The averaging threshold selected is in- 
dicated by a sweep cursor displayed on die ert (Fig. 2, 
3). The c tins or control serves as a baseline clipper 
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Fig. 4. Simplified functional block diagram of the 7L5. 



control in the non-storage mode. The averaging cir- 
cuitry has a bandwidth equivalent to a 2.5 Hz to 12.5 
kHz filter, as a function of the sweep speed selected, and 
sweep rates are not as limited as with conventional 
video filters. 

Now let's consider the conventional functions of the 
7L5. 

Processor control simplifies operation 

Two custom MOS processors developed by Tektronix 
control the frequency tuning (horizontal axis) and 
reference level (vertical axis) functions. These chips 
decode the front-panel controls and serve as an interface 
to the remainder of the circuitry. 

The vertical processor detects which plug-in front 
end is in use and selects the proper dynamic window 
and the appropriate vertical readouts. It decodes the 
reference level selected and chooses the appropriate 
attenuation and gain settings. Four attenuators are 
available: 4, 8, 16, and 32 dB. These are selected in 
conjunction with gain steps of b 2, 4, 8, 16, another 16, 
and a post variable resolution gain of 60 dB, to achieve 
the desired reference levels. For example, to select a ! 
dB change in gain, (above a reference level of —29 
dBm) , we insert 4 dB of attenuation and 3 dB of gain. 

The Reference Level control is a 16-position, 360"" 
rotating switch consisting of two circuit-board switch 
sections having eight pads each. The output of these 
two sections generates two square waves 90° out of 
phase developing what we call a 4-!evel, 2-bit gray code; 
a gray code being a binary number which changes one 
bit at a time. Whether the number increases or de- 
creases depends on which direction the knob is turned. 
The output of the Reference Level control is fed into 
an 8-bit up-down counter that, in conjunction with 
other inputs, provides the 8-bit code for the vertical 
processor to set the reference level. A ROM contains 
attenuation and gain information for each reference 



level selected, and switches attenuation in or out by 
means of TEK-made relays. Gain is inserted or removed 
by CMOS analog switches in the IF, Variable Resolu- 
tion (VR) , and post-VR stages. 

The front panel INPUT BUFFER pushbutton pro- 
vides a quick, easy check for intermodulation (IM) 
distortion and reduces the likelihood of IM products. 
Activating the input buffer inserts 8 dB of attenuation 
at the analyzer front end, and compensates by inserting 
8 dB of post-VR gain to maintain a constant display 
amplitude for input signals. It also provides a cleaner 
50-ohm termination (than a mixer) at the input, for 
those applications requiring it. 

Frequency selection 

The frequency control system combines a synthesizer 
with digital techniques that permits setting the fre- 
quency with six-digit resolution and excellent stability 
immediately after turn-on. A dot is displayed on-screen 
to indicate the point on the display that corresponds 
to the 6-digit readout. With the DOT MKR control 
fully counterclockwise the dot is at center screen. The 
dot can be positioned to the left side of the screen to 
operate in a “start" mode, with the readout always 
displaying the frequency at the dot position. 

The 1st L.O. consists of three phase-locked oscilla- 
tors. Two of the oscillators (A and B) control a third 
oscillator to generate a digitally stepped, or synthesized, 
10.7 to 15.7 MHz output. The A and B Oscillators use 
divide-by-N synthesizer loops to generate 100 kHz and 
10 kHz signal steps respectively. In addition, the B 
Oscillator output frequency is divided by 40, thus gen- 
erating steps of 250 Hz. The xA and B Oscillators are 
swept by the shaped sawtooth input to generate a swept 
frequency output across the full frequency span. To 
achieve an 80 dB dynamic window and exceptionally 
low residual FM, A Oscillator is swept when using fre- 
quency spans of 500 kHz/div to 5 kHz/div, and B Oscil- 



5 




lator when asingspaiis of 2 kHz/div to 50 Hz/div. High 
stability is maintained by phase-lDcking the system dur- 
ing sweep retrace, or every 100 seconds when operating- 
in a non-sweeping mode. 

The output oI the 1st L.O. goes to the 1st Mixer 
located in the front-end plug-in module. The resultant 
10.7 MHz signal is fed to the 1st IF Located in the 
main plug- in. I'here it is amplified and then mixed 
with the 10.45 MHz signal from the phase-locked 2nd 
L.O., giving a 2nd IF frequency of 250 kllz. Passing- 
through the 250 kHz gain switched arnplilier, the Vari- 
able Resolution circuitry, and the Log Amp, which 
provides up to GO dB of switched gain, the signal is 
then detected and passed to the logic circuitry for dis- 
play along with the frequency dot and the averaging 
cursor (Fig. *1) . 



Careful attention to design at every stage yields ex- 
cellent intermodidation performance Avith IM products 
for two on-screen —40 dBm signals down at least 80 dB. 
Internally generated spurious signals are — 130 dBm, 
or less, referred to the input mixer. Noise specifications 
are equally impressive: — 105 dBm at 30 kHz resolution 
and improving to — 1 35 dBm, or less, at H) FIz. 

Noav let's turn our attention to the mechanical aspects 
of die 7L5. 





Mechanical innovation 

The design goals for the 7L5 provided challenge and 
oppommity lor many mechanical innovations. One of 
the major goals was to develop front panel controls to 
satisfy concept of instrument architecture having a 
plug-on fiont panel for ease of manufacturing, assem- 
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Fig. 5. Digitally com rolled 
circuitry allows construction 
techniques for case of 
matutfacturc and service. 
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bly, and servicing. To meet this need, a rotary switch 
using optoelectronic concepts (no mechanical contacts) 
was develop ed. The switching elements were to be 
localized in the knob, and the entire assembly was to 
plug into the front panel. Further requirements dic- 
tated a minimum of 30 positions, smallest possible size, 
capability of mass production, high reliability and ease 
ot repair. The end result of many designs is a switch 
contained in a knob shell 1" in diameter and long. 
The .separate parts of die switch are shmvn in Figure 6. 
Basically the switch consists of a detent mechanism, a 
5-element LED light source, a slotted shutter wheel, 
and a 5-element phototransistor assembly. The 5-ele- 
meet optoelectric array gives a capability of 2’\ or 32 
sw'itch positions. 

Both the LED's and the photo transistors had to be 
positioned very accurately in relation to one a no die r 
and in relation to the shutter wheel. A package was 
developed for them with die five LEDs in series instai- 







Fi^. G. EienieiUs of the opcoelect ionic swilch-in-:i-knui) tluu t^cn- 
eniles a j-bit code for control of umc/div and frequency span, 
(a) retainer ring, (b) photolransistor holder assembly, (c) spacer 
ring, (d) shutter, (c) light balHc, (f) LED array holder assembly, 
(g) spring washer, / h) detent assembly, (i) shaft assembly, fj) knob 
shell. 



led on a lead frame, and encapsulated in transparent 
epoxy with integrally molded focusing lenses. The 
phototransistor chips are also mounted on a lead frame, 
wired in parallel, and encapsulated in die same manner 
as the LED's. The shutter wheel is chemically milled 
for economic precision production. 

The output of the switch is a 5-bit code at a level 
which interfaces directly with CMOS logic. Tw^o switch- 
es of this type are used in the 7L5. They are the TLVfE/ 
DIV and FREQUENCY SPAN /DIV Controls, 

The RESOLUTION, DOT FREQUENCY, AND 
REFERENCE LEVEL controls also are knob switches, 
but of a different type. They are circuit board switches, 
with the switching elements located inside the knob. 
The DOT FREQUENCY and REFERENCE LEVEL 



controls are identical except for the number of posi- 
tions. They generate a 4-level, 2-bit, gray code as dis- 
cussed previously. 

Other mechanical techniques contributing to the 
outstanding performance of the 7L5 include iiumericai- 
controlled milling of the honeycomb chassis, and chem- 
ical milling of mumetal gaskets for effective .shielding 
of some areas, A unique U-shaped feedthrough device 
reduces cost and complexity by coupling signals be- 
tween compartments without the need for cables and 
connectors. 

The outboard chassis on the left side of the 7L5 
swings out, providing easy access for servicing without 
extension boards or cables. The entire unit can be dis- 
assembled in minutes, into the major components 
pictured in Figure 5. 

Summary 

The 7L5 combines frequency synthesis with digital 
technology to produce a 0 to 5 MHz spectrum analyzer 
with exceptional accuracy and frequency stability. Crt 
readout of measurement parameters and simplicity of 
operating controls assures easy, err or- free operation. 
Digital storage provides a bright display, and averaging 
techniques that allow |)eak levels and averaged signals 
to be displayed togedier. Plug-in front-end modules 
yield low-noise levels and an 80 dB dynamic display 
range. Digital controls give precise selection of measure- 
ment parameters, simplify mechanical construction, 
and speed servicing. 
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Transition counting 
with an osciiioscope 

M any people involved with troubleshooting digi- 
tal circuits are continually looking (or a better 
way to do the job. And peojjle building instruments to 
test digital circuits are likewise looking ior better ideas 
so their instruments may do a better job. A very power- 
ful technique called transition counting has been used 
by some manulacturcrs of circuit board test equipment, 
and a transition counter lias now been combined with 
the most popular Tektronix ostillosco]>e, the ‘^165, for 
servicing digital circuits. Tliis technique and this in- 
strument are undoubtedly just the kind of "better way" 
many people Jiave been looking for. The time-saving, 
money-saving potential is vast. We would like to tell 
you about the tcchniqiie, how we have combined a 
transition counter with an oscilloscope, and what that 
can do for two grouj^s of people. 

The first group is comprised of those who are con- 
cerned about tlie great expense of their inventory o(’ 
replacement circuit boards, the long sliipping delay (or 
repaired boards, or, perhaps, the red-tape and delay 
uncertainty through Customs when exchanging boards 
between countries. The second group: those peoj^ie who 
are concerned about the high percentage of training 
time required to keep their highly qualified technicians 
familiar with new equipment. 

Truth fables vs count comparison 

Most engineers and technicians become familiar with 
truth tables when they first learn about logic circuits. Jn 
school you get a pretty strong impression that the state 
of an output is dependent on the combination of HIGH 
or LOW states on tlie various inputs. That is a way of 
envisioning the operation of a logic circuit ih:a is like 
taking a snapshot ... it freezes the action. Although 
we are aware that the inputs normally cliange states, 
and that the outputs normally change states as a con- 
sequence, there is little point in trying to envision the 
action. The action of going from a LOW' to a HIGH, or 



Irom a HIGH to a LOW, is simply called a transition. 
If you go from LOW^ to HIGH and back to LOW, you 
have had two transitions. 

A sini])le two-input AND gate wl)ich has one input 
repeatedly going between HIGH and LOW sliould 
have an output wliich goes througli an equal number of 
transitions during any interval when the second input 
remains at the asserted level. 

By using the signal at the second input to gate a 
digital counter, the transitions at the output and at the 
first input may l)e counted and the numbers comjjared. 
II the AND gate is functioning properly the twcj will be 
the same. In otlier words, with the right digital counter 
and a suitable set of in])ut .signals, you can determine 
whether the AND gate is functioning properly by 
counting transitions. 

This princij)ie does not seem very important until 
you realize it a implies to complex IC’s and large sections 
ol digital circuits, as well as to individual gates and Hip- 
ilops. llsing the principle, entire circuit boards may be 
tested, ami faults isolated to the coniponent causing 
the trouble. 

H a circuit board is tested and found to be faulty what 
then? The troul)le may be isolated and the faulty ele- 
ment identified and replaced on the spot, using the 
same transition counting technique. You don’t have to 
be testing boards; you may be troubleshooting a portion 
of a board, or the entire equipment the board is used in. 

The main data needed when counting transitions is 
a set of numbers showing the proper number of transi- 
tions to expect at any point. Such data may be written 
on the circuit diagrams adjacent to the corresponding 
points. Figure 2 shows a circuit diagram labeled for 
using the transition counter technique of trouble- 
shooting. 

For the numbers to be valid, the time intervals during 
which transitions are counted must be identified. In 
most cases such intervals correspond to either the 
period ol one cycle of the signal at some point in the cir- 
cuits being tested, or the width of a pulse at that point. 
When a jirobe is connected to the identified point, and 
the counter set to recognize the proper gating interval 
Irom the signal there, only one other probe is needed: 
the troubleshooting probe. With that probe you may 
c h e ck CO Li n ts a t a n y o the r p o i n t . 

For the gating intervals to be correct and the n lim- 
iters to be valid, the equipment must be operated in the 
pi'oper mode. For some equipment the pro)>er mode 
may be a special diagnostic routine. For oilier equip- 
ment it may be merely how the controls and switches 
are set. Either way, a lew informative sentence.s, or a 
set-up procedure, can identify the mode. 

.So transition counting depends on knowing three 
things: (1) the right number of counts to expect, (2) the 
right count-gating time intervals to select, and (a) the 
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Fig. 1. 7 he top of a 465 ^fOD 7I9A OsciUoscope, showing the con- 
trols and display window of a built-in digital counter. The oscillo- 
scope probes may be used with the counter at the same time they 
are used for the scope. Input attenuators for the scope reduce the 

right mode of operating the equipment containing the 
circuits being tested. The equipment designer is prob- 
ably in the best position to supply this information be- 
cause ol his familiarity with the various operating 
modes and circuit functions. When the designer has a 
lEKTRONlX 465 Oscilloscope Mod 719A, it is no 
chore at all for him to compile the information. He 
merely picks an appropriate operating mode to exercise 
most, if not all, inputs, identifies the count-gating 
signal, measures the counts with his 465 at all the 
various points, and logs the counts on a circuit diagram. 
Forever alter, troubleshooting is fast, simple, and con- 
venient for anyone who has a 465 Mod 7I9A. 

The information docs not have to be supplied by the 
designer, A skilled service technician can do a com- 
parable job. Nor does the information have to be com- 
piled at the time the equipment is designed. It will pay 
many service organizations to compile such information 
as a supplement to the service manuals they presently 
use. It will also pay equipment manufacturers to com- 
pile and furnish such data on equipment introduced 
years ago, if it is still being supplied and posing a service 
problem. 

Making a transition counter part of an oscilloscope 
makes good sense. Very little extra room or cost is re- 
quired because many of die circuits are common. That 
says the price for the combination can be less than a 
separate counter and oscilloscope. Ol equal importance 
to most jieople is the convenience of having one piece of 
service equipment that will do most jobs. Even the scope 
probes serve a double role. See Figure I for how we com- 
bined a transition counter wdth the 465. 

Capturing the counts 

The vertical input signals are routed internally to the 
transition counter circuits, as well as to the scope cir- 
cuits. The transition counter always looks at the signal 
that arrives at channel 1 on the dual-trace scope, Transi- 



signals to the right size for the counter when they are the right 
size for the ert screen, MOD 719A counts .signal transition.s not 
signal cycles. Signal cycles will be one half of the number indicated. 

lions of that signal are what you count. The signal that 
an ives at channel 2 may be used to gate the counter on 
and off whenever the CH2 GATED pushbutton, or the 
CH2 PERIOD pushbutton, is pressed. 

When the A SWP pushbutton is selected, counting is 
enabled during those time intervals when the A sweep 
is moving the ert beam. And when the TOTALIZE 
pushbutton is puslied, counting is enabled each time 
the RESET' button is pressed. 

To count transitions of the signal at channel 1, you 
trigger the counter on that signal. To gate the counter 
on and off with the signal at channel 2, you trigger the 
counter gating circuits with that signal. Proper trigger- 
ing lor each channel is indicated by a monitor light 
located next to each TRIGGERING ADJUST control. 

The scope sweeps don’t have to be triggered except 
when the A SVVT^ G,\T£ is used for the count gate. But 
when they are triggered, you can display the signal 
being counted, the signal doing the count-gating, or 
both. The channel 1 and channel 2 VOLTS/DI V con- 
trols govern the anijditude of the displayed signals and, 
also, the amplitude of the signals arriving at the counter 
trigger circuits. The scope may always be used as a 
signal monitor if count- triggering should be difficult 
or unstable. 

Transition counting can be done using the A sweep 
gating signal as the count-gating signal by pushing the 
A SWP GATE pushbutton. That allows you to use only 
one probe anytime you can be sure that every transition 
you want to count is displayed on a pardciiiar sweep. A 
continually variable count-gating signal may be simu- 
lated by varying the length (duration) of the A sweep. 
The length is controlled with the 10-turn DELAY 
TIME POSITION control when the B ENDS A mode 
is selected. The duration may also be controlled with 
the VAR (Variable) TIME/ DIV control. 

When the equipment is not apt to have a count- 
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By labeling each signal lead on a circuit diagram with the 
number of transitions that should occur on that lead during 
identified time intervals, the cause of a wrong number may be 
traced to its source. Wrong counts are traced to the sc;urce of 
error back along any signal path where there is also an 
erroneous count. Any path where there is a correct count is 
ignored. 

The proper time intervals during which transitions are to 
be counted must be Identified. That is sometimes done by 
indicating the source of the gating signal, and what portion 
of the signal corresponds to the correct intervals. If the time 
interval signals in your equipment are apt to be faulty you 
may simulate the right interval with the scope. 

The scope sweep gate signal may be used to gate the 
counter when the pulses occur in easily recognized groups. Or 
the sweep gate signal may be set to have a duration deter- 
mined by a given number of clock signal transitions. You 
merely trigger on the clock signal, count clock signal transi- 
tions, and vary die sweep length until the right number of 
transitions are indicated. That sweep gate signal is then used 
for all the rest of the transition counts. 

You can simulate a faulty IC in the equipment shown in 
the above diagram by lifting pin 3 of U2. The result will be 
an erroneous count of 4 at its output, that appears at all 
points along the path to the FR.AME signal output. Anyone 
that can use an oscilloscope and follow a circuit diagram can 
find the fault in a matter of minutes even without knowing 
what the equipment is supposed to do, or how to operate it. 



Troubleshooting Instructions might read like this: 

Equipment Operating Mode: 

Set the three toggle switches to position shown on diagram. 

Oscilloscope Operating Mode: 

Horizontal . . . B Sweep at ,03 ^s/DIV, A Sweep at 20 /iS/DIV, 
,-\ IN TENS pu.sh button in. 

Triggers ... .A Trigger in NORM mode, AC Coupled, CH2 
source, Slope, Holdoff in B ends .A position. 

B (DLYT)) Trigger .AC Coupled, CH2 Source, -f Slope. 

Vertical ... CHI Mode, 1 V/DIV with probe, .AC Coupled. 

Probes . , . Troubleshooting probe on CHI, triggering probe 
on CH2, both connected to re.sistor R8, the dock signal. 

Control Settings . . . Set A TRIGGER LEVEL near middle 
of triggered range as indicated by the TRIG light. 

Set B (DLYD) TRIGGER LEVEL near middle of triggered 
range for triggered B sweep, as indicated by a shortened 
sweep when DELAY TIME POSITION control is moved to 
about mid range. Set Delay Time Position control and CHI 
Triggering .Adjust for a displayed count of 234. 

Troubleshooting 

.All points may now be checked for the proper number of 
transitions indicated on the circuit diagram, using only the 
troubleshooting probe. 
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gating signal that is much more trouble-Iree than sig- 
nals in other ]>arts of the equipment, a reliable gating 
signal may be simulated in the scope by varying the 
sweep length. You do that by counting a specified num- 
ber of signal cycles in the equipment, usually clock sig- 
nal cycles. An example is the equipment shown in 
Figure 2. I'he FRAME signal output from that circuit 
would normally make an ideal gating signal, because 
the period of one cycle (2 transitions) is j)roperly re- 
lated to ail the other inputs and outputs. But nearly 
any fault, including the one introduced by lifting pin 
5 of iC U2, changes that signal period and therefore 
makes it unsuitable. Instead, the scope is operated in 
such a way that a gating signal of equal length is pro- 
tl need in tiie scope. You know it’s the right length when 
you set it to give you the right count of dock signal 
transitions. 

It is imj)ortam to note that the particular defect 
chosen would not inive been detectable with a logic 
j>robe because no output was locked up HIGH or 
LOW. 

7 ran si tic n counting can also be done on a one-shot 
basis by selecting the TOTALIZE pushbutton and 
pushing the RESET pushbutton each time a count is 
ready to be made. This mode is very useful for trouble- 
shooting non-re|)etitive signals, such as you may iind in 
a caietdator when a particular caiciiiation is in error. 
Whtli tJiis mode only one ] 3 robe is reejuired. 

I he DISPL.AY 'TIME control will hold and display 
any count indelin icely, or enable fresh co tin ting to 
occur frccjiiently. 

Noise s]3ikes as wide as 50 ns or 100 ns may be ignored 
by a coum-pulsc width discriminator pushbutton. 

A very uni{|ue and useful feature is a coimt COM- 
PARATOR inode of o|)erating the ^105 Mod 719A. 
^^any times circu'n troubles are intermittent, so erron- 
eous counts only occur occasionally and, therefore, only 
occasionally may be recognized. By storing a correct 
count once lor a particular point, all sid)sequent counts 
lor that point may be compared electron icaily. Any 
discrepancy between a new count and the stored count 
will immediately be indicated by a NOT EQUAL 
iigiu on the Ibo Mod 719A, and the erroneous count 
will be displayed until intentionally replaced. 



Even if you have never used transition counting as a 
troubleshooting technique for digital circuits its sim- 
plicity and speed will be apparent once you understand 
the principle. The main bottleneck most people per- 
ceive is compiling the count data and getting the infor- 
mation included in their service manuals and circuit 
diagrams. Once you try the 465 Mod 719A for acquiring 
that data you can see how much more time and money 
will be saved servicing the equipment, compared to the 
investment in acquiring the data. 

Complex digital equipment deserves special atten- 
tion in the design and early production stages to profit 
most from transition counting principles. Here are the 
things to consider doing: 

1. Add sockets, connectors, or special circuits to ac- 
commodate jumper cables, resistors, ROM's, etc, that 
are to be part of the diagnostic plan. 

2. Characterize the product’s performance early in 
the iirst production stages, with transition signatures 
recorded while the product is exercised according to 
the diagnostic routine. 

3. Document the signatures on the circuit diagrams 
and in troubleshooting |3rocedures. 

4. Start a iault-and-repair reporting system. 

5. Build a library of erroneous counts and associated 
faults. 

G. Doaiment any new signature which is caused by a 
c: i r c u i t m od i f i ca t i on , 

SPECIFICATIONS 465 MOD 719A 
Display: 4 digits: up to 9999 counts. 

input signal amplitude, CH 1 or CH 2: lO mV p-p or greater 
wlien displayed over 2 divisions or more. 

Input signal frequency: H) MH/ or less. 

Time between transitions: At least 50 ns or 1 00 ns depend- 
ing on WIDTH DI.SCRIMIN ATOR selected. 

Gating signal: Channel 2 signal period or pulse width: .V 
SWP GAI'F duration: manual RESET (TOTALIZE). 

Count Comparator: D elects i menu it tern fault by storing 
and indicating any count that is not etjuai to the pre-loaded 
(orrect count. 

Triggering Monitor Lights: Indicate when the counter is 
triggered on the CH 2 count-gating signal and triggered on 
Cdl I signal transitions. ^ 
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Dave McCuIiough 



Storage 
expands your 
oscilloscope 
measurement 
capabilities 



F ast moving events-how do you view them? If the events are electrical 
Mgna s, the best way is to use an oscilloscope. For convenient viewing on 
a conventional oscilloscojie the signal must have a fairly high repetition rate. 
J>ut what ti you want to view single events, or slowly changing signals such as 
tiose created by a dillerence in temi.ieniture? Then the conventional oscil- 
loscope alone isn’t your solution. You could use a camera, or you could take 
advantage oi a storage osc:illosc:o]3e. 

Storage, m an oscillcjscojie, is the idniity to retain the image of an electrical 
event on the cathode ray tube, after that event ceases to exist. Image reten- 
tion may be lor only a few .seconds, or for weeks, de]>ending on the type of 
storage. Different applications often require different types of storage. To 

ensure lull coverage of your measurement applications Tektronix provides 
three types ol storage: 

Bistable 

Variable Persistence 
Fast Transfer 

Each t)pe has advantages and liniimtions that make one more siii table 
than the other for a particular application. ,\ look at the different storage 

types applied to typical applications may help you select the one best suited 
to your needs. 

Bistable storage 

The most impouant dial actei istic: ol Bistable storage is long retention or 
View time. View times range from one hour to weeks, depending on the tech- 
nique used to achieve bistable storage. Long view times allow extended si<r- 
nai analysis without lear of losing the display. Thev also extend vour abiliu 
to compare signals. Two or more repetitive signals occurring at e.ssentialh 
the same time can be easily compared, but when there is a considerable time 
Jag between the two signals, one must be stored until the other occurs. A 
typical application is the need to compare signals before and after making 
circuit design changes or adjustments. In .such cases, we need to keep the ref- 
erence signal stored, while repeatedly storing and erasing the signal we’re 
adjusting. For the.se applications Bistable Split-Screen storage is available. In 
this type, the phosphor storage screen is divided into two independent sections, 
upper and lower, with independent storage controls allowing you to erase 
either half oi the screen without allecting the other hall. This sjjlit-screen 
capability is unique to Bistable storage where the phosphor is the storao'c 
medium. It is not available in the Bistable storage di.scussed later, where the 
storage medium is a mesh. 

If you need to display waveforms of slow, rejietitive signals with fast ri.se- 
times, that appear as a slow-moving spot traveling across tlie ert, vou should 
choose Bistable storage. Such a signal is displayed in Figures -1 and 5 using 
two different types of storage. When the spot velocity of the risetinie portion 
o this tyjie of signal is approximately twenty times the hori/onta! spot vel- 
ocity, you will find It difiicult to get a satisfactory display using Variable Per- 
sistence stoi age (see Fig. 4) . .Adjusting the Variable Persistence storage con- 
trols will only cause the horizoma! line to bloom more (at one extreme) or 
cause the nsetime to disapjrear or lade quickly (at the other extreme) . 
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If your application fits into one of the following 
categories and you want storage that is the lowest cost, 
most rugged and easiest to operate, your choice is Bi- 
stable storage: 

• Comparing signals that occur at greatly 
differing times 

• Viewing non -repetitive events 

• Displaying slow moving waveforms, or 

• Requires the split-screen versatility. 

Now let s consider another ty]>e of storage. 

Variable Persistence storage 

Producing high contrast displays is the most outstand- 
ing capability of Variable Persistence storage. This 
allows you to view signals that are beyond the display 
capabilities of conventional (non-storage) or Bistable 
storage instruments. The dim conventional oscillo- 
scope displays produced by fast, low rep rate signals 
(see Fig. 6) can be converted to bright, easy to view dis- 
plays with Variable Persistence storage (see Fig. 7) . 

The high contrast ratio (stored image to background 
brightness ratio) of Variable Persistence provides much 
greater contrast than the -1:1 best-case contrast ratio of 
Bistable storage. This high contrast ratio comes at the 
cost of view time. While Bistable storage techniques 
provide up to weeks of view time, Variable Persistence 
is limited to a few minutes. View time available is pro- 
})ortional to the stored writing speed needed, as illus- 
trated in Figure 2. Also, as shown in Figure 2 you can 
increase view time by using the SAVE mode of opera- 
tion. 

For many applications, limi tetl view time offers a 
measurement advantage. With Variable Persistence, 
once a signal is stored it automatically starts to fade 
away. This characteristic automatically erases the dis- 
j)lay. It also illustrates the sequence in which the events 
occ u iTe d ( F i g . 8) . A per s i s te n ce co n tr o I ail o ws y o u to 
choose the rate at which the stored signal fades. The 
con troll able range varies from the specified view time 
at maximum writing speed (see Fig. 2) , to almost in- 
stant disappearance. 

Here are some typical applications where the ability 
to control the persistence, or view time, is a valuable 
aid to mea.surenient. 

• Identifying the order in which signals occurred 
(Fig. 8) 

• Ot)serving the change in the signal while making 
calibration adjustments (Fig. 9) 

• Suppressing signal noise 

• Producing bright displays (Fig. 7). 

If one of these categories describes your measurement 
needs, Variable Persistence storage is your best bet. 

Fast storage 

A third tvpe of storage is provided bv Tektronix to 
meet vour needs for viewing very fast, low repetition 
rate or non-recurring signals. It is called Fast storage. 




Fig. 1. Poriion of spHnscrcen Bistable storage oscilloscope front 
panel sliowing storage controls. 




0.1 1.0 5.0 

STORED WRITING SPEED 
div/^^s 



Fig. 2. Grapii showing extended view time jnaiiable in S.VV’E 
mode, riic higher titc stored writing speed nectied, the shorter the 
view time. 



STEP RISETIME 




Fig. 3. Crapli showing the stored writing speed needctl to display 
a given sinewave or step rise rime at a given amplitude. 
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Fig, 7, The same signal as in Fig. {> displayed using Variable Persis- 
tence .storage. 



Fig. 11. single burst of 100 M Hi! noi.se is captured by Fast Vari- 
able Persistence storage. 
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rig. 12. Signal displayed using Variable Persistence storage. Note 
rising and falling portions are not visible. 




Fig. 13. Same .signal as in Fig. 12 displayed using Fast Variable 
Persistence. Rise and fall times are clearly visible. 




) Fig. 14. Two fast signals occurring one minute apart are easily 
displayed using Fast Bistable storage. 



not a consideration £or selecting one type over the 
other. Ho^vever, in Fast Bistable and Fast Variable 
Persistence, that writing speed relationship is no longer 
true. Fast Variable Persistence can exceed Fast Bistable 
capabilities by more than seven times. The same basic 
trade offs, long view time in Bistable and high contrast 
displays in Variable Persistence, are still true for the 
Fast Bistable and Fast Variable Persistence modes. 

The nomograph in Figure 9 is useful for selecting the 
writing speed needed to display a given sine wave or 
step risetime (t,) at a certain amplitude. For example, 
to display a 16 ns risetime signal three centimeters in 
amplitude requires a writing speed of 180 cm/^s; 

Figures 10 and 11 show the ability of Fast Variable 
Persistence to store a single event having a rise time of 
3.5 ns, or a single burst of 100 MHz noise. A comparison 
of the ability of Variable Persistence and Fast Variable 
Persistence to display the same waveform is shown by 
Figures 12 and 13. Two fast signals occurring one min- 
ute apart are displayed in Figure 14 using Fast Bistable 
storage. 

If these are typical of your measurement needs, your 
choice should be fast storage. 

Summary 

Each type of storage has advantages and limitations 
that make one more suitable than the others for a par-/ 
ticular measurement application. Bistable storage offers 
long view times, a low cost, and rugged, split-screen 
operation. Variable Persistence provides high contrast 
and the ability to display different stored intensities. 
Fast storage offers increased Bistable and Variable Per- 
sistence writing speeds. Only at Tektronix will you find 
all three types of storage, and they’re available in the 
plug-in oscilloscope or portable oscilloscope that’s right 
for you. if you can’t choose, we have multi-mode oscil- 
loscopes that include the best of all three types. ^ 



In this type of storage the signal is first stored on a 
mesh in the crt, that is optimized to achieve maximum 
writing speed. The signal on this mesh is then trans- 
ferred to a second mesh which can be operated in either 
a Bistable or Variable Persistence mode. These two 
modes are called Fast Bistable and Fast Variable Per- 
sistence. 

Writing speed is the most important consideration 
for choosing Fast storage, and stored writing speed is 
increased up to 1350 cm/^as using Fast Variable Per- 
sistence. The Tektronix Bistable and Variable Persist- 
ence storage types discussed earlier have approximately 
the same writing speed (5 cm/ju,s) , so writing speed was 
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Servicescope 

A potpourri of 
modifications 
and service 
hints 




THREE EASY MODIFICATIONS TO MAKE YOUR 465 
OSCILLOSCOPE DO SOME JOBS BETTER 

When the 465 was designed, some special periormance 
features were omitted because they would be of little 
or no value to most customers. But for those who need 
the features and are able to make the mods themselves 
w^e can offer parts and instructions. Mod descriptions 
follow: 

Equalize X-Y Phase to 2 MHz 

By adding two resistors, two capacitors, and a small 
variable inductor you can modify the horizontal defleo 
tion circuits so the phase difference between the hori- 
zontal and vertical deflection circuits may be adjusted 
to be less than 3 degrees to 2 MHz. The circuit card 
where the parts are installed conies with holes to make 
it easy to install the additional components. The conv 
ponems are located next to the X Gain adjustment pot, 
R1215. Resistor RI21I, in the original circuit, is re- 
moved and discarded. The changed section of the cir- 
cuit diagram is shown in Fig. I. Following is the list of 
required parts: 

1-321-0077-00, Resistor, 62 C, 1%, i/g w^att 
1-283-0594-00, Capacitor, JOOO pF, 1%, lOOV, mica 
1-114-0278-00, Inductor, 4,5 to 12/xH, variable 
1—283-0672-00, Capacitor, 200 pF, 1%, mica 
]— 31 7-0151-00, Resistor, 150 O, 5%-, i/g w^att 

1 kHz Calibrator Frequency Made Accurate to ±1% 

This mod requires adding a small potentiometer and 
changing five resistors and one capacitor to have a dif- 
ferent value, tolerance, or temperature stability. The 
amplitude calibrator signal may then be set to precisely 
1 kHz and used as a timing reference for sw^eep calibra- 



tion checks as well as a voltage reference for vertical 
deflection checks. 'The following capacitors and resist- 
ors are needed and used to replace those used in the 
original circuits: 

1-285-0758-00, Capacitor C1592, .05 fiF, 2%, 

R)() V Poly carb 

1-321-0365-09, Resistor R 1591, 61. 9 ka, 1%, J/g watt 
1-321-0381-00, Resistor R1592, 90.9 kn, 1%, J/g watt 
1-321-0268-09, Resistor R1593, 6.04 kn, 1%, watt 
1-321-0385-00, Resistor R1594, 100 kn, 1%^ 14 watt 
1-317-0622-00, Resistor R!59G, 6.2 kn, 5%, watt 

One component, a small potentiometer, must be added: 
1—31 1-1224-00, 500 Q Variable resistor, 0.5 %vatt 

When R1593 is soldered into place the bottom end 
should not be connected to ground as shown in the 
original circuit diagram but wired in series with the 
500 n variable resistor. The bottom end of the variable 
resistor is connected to the 4-5 volt supply instead of 
ground. Varying the resistor sets the calibrator signal 
frequency. 

Dual Trace Chopping Rate Increased to 1 MHz 

This mod requires eight parts, three of which replace 
original components. It reduces trace brightness some- 
what in the chopped mode. 

Capacitors C356 and C368, and resistor R356, should 
be replaced with ones shown in the parts list below^ 
These parts are showm on the Vertical Switching dia- 
gram in the service manual (070-1861-00) . R370 should 
be removed and not replaced. 

Now' modify the CRT Circuit diagram in your serv- 
ice manual according to the partial diagram in Fig. 2. 
The remaining five parts should be soldered into the 
circuit according to the diagram. 



16 





Fi^. 2. Circuit changes to increase chopping rate to 1 MHz. 

Here are the parts you will need: 

1—28 1-0629-00, Capacitor, C356, 33 pF, 5%, 600 V 
1-283-0 1 00-01, Capacitor, C368, 0.0047 pF, 10%, 200 V 
1-315-0303-00, Resistor, R356, 30 ka, 5%, 0.25 watt 
1—281-0557-00, Capacitor, Cl 478, 1.8 pF, 500 V, NPO 
1-283-0057-00, Capacitor, Cl 479, 0.1 pF, 4-80% — 20% 
I -3 1 5-0470-00, Resistor, RI479, 47 Q, 5%, 0.25 watt 
1-152-0141-02, Diode, CR1479, IN4152 
1 — 151-0301-00, Transistor, Q1479, 2N2907 

CHANGE YOUR 5L4N TO HAVE A 20 Hz TO 20 kHz 
LOG SPAN 

The log span is normally 100 Hz to 100 kHz I’or the 
5L4N Spectrum Analyzer. But it is easy to change the 
span to cover 20 Hz to 20 kHz to fit the audio frequency 
s])ectriim. Here is what to do if your 5L1N has a Serial 
Number belo^v B030313: 

1. Change R1204 to 1. 01 kn, f/g w, metal film 
(321-0222-00) 

2. Change R1202 to 1 1 ka, % w, metal film 
(321-0293-00) 

3. Change R1200 to a 2 ko, 0.5 w, 10%, trimmer, 

(31 1-1265-00) 

4. Adjust R1200 for the proper span at 20 Hz. 

You can change the span by adding or removing a 
jumper w4re if your 5L4N has a serial number higher 
than B030312, 

PLUG-IN EXTENDER CABLE PRECAUTION 

You can save hours of repair time by observing two 
simple precautions when using plug-in extender cables. 

1, Be sure powder is turned off when connecting either 
end of the extender, 

2. Be sure both ends of the extender are connected 
properly. 



7300, 7400, 7600 SERIES —50 V SUPPLY FAILURES 

There has been a higher than normal number of fail- 
ures of transistor Q896 in the powder supply of scopes in 
the above series. By adding a diode between the base of 
Q896 and ground it will be protected. A silicon diode 
is installed in parallel with diode CR894 with its anode 
grounded. We use a diode having the characteristics of 
a 1N4152, part number 152-0141-02. 

464, 465, AND 466 ERRATIC TRIGGERING 

When a display is sometimes erratic when triggering on 
low amplitude signals it may be caused by part of the 
.sweeps being triggered from the opposite slope than the 
one selected. The condition can be corrected by chang- 
ing four tunnel diodes from one type to another. Diodes 
CR550, CR552, CR650, and CR652 should be changed 
from a type having part number 152-0125-00 to a type 
having the part number 152-0125-01. A good way to 
recognize diodes having the right part number is that 
the letters G£ appear on them. 

575, 576, 577 CURVE TRACERS 

When the brushes on the variable transformer (used to 
control the peak collector voltage) wear out they may 
i)e replaced with new brushes for about 1/lOth the cost 
of a new transformer. For the 575 or 576 use a brush 
with part number 118-0032-00. For the 577 use part 
number 118-0033-00. 

TM 504 GROUND LOOP 

VVdien TM 504 mainframes with serial numbers below 
BO 1 1370 are used to power an SG 502 signal generator 
the signal distortion may exceed normal limits. The 
problem appears on the SG 502 only when the signal 
frequency is an even multiple of the line voltage fre- 
quency but may appear on other plug-ins as very low 
level hum. H'o prevent the condition remove the top 
and bottom cover ot the TM 504. Locate the section of 
the circuit card shown below and cut through two cir- 
cuit board conductors as shown. Remove the connec- 
tion between the ±:33 V COMMON and chassis ground 
(at the junction of C-20 and C-22 via a solder lug) . 
Connect the junction of C-20 and C-22 of the circuit 
board at the point between JIO and J20 marked COM. 



Cut run 




Fig. 3. TM 504 circuit board changes to remove ground loops. 
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New products 
New products 
New products 




5444 Dual-Beam Oscilloscope 

The 5444 Du ah Hearn Oscilloscope is a new member of 
the 5000 Series. Used with the 5B44 Dual 74 me Base 
plugdn and two plug-in vertical amplifiers, it is virtu- 
ally two oscilloscopes in one. Both beams can write any- 
where on the 8 by 10-division screen. 

The 5444 wdll display a one-shot signal at two sweep 
speeds or two one-shot signals at any sweep speed. Only 
a dual-beam scope with two sets of horizontal deflection 
plates can do this. 

If you need to compare more than two signals, the 
5444 can display up to four repetitive waveforms in the 
alternate or chopped mode, or up to 8 at reduced band- 
width. Four single-shot events may be displayed at 
sweep speeds up to ICO ^ns/div in the chopped mode. 

The cn provides a bright display, has an illuminated 
parallax-free interna! graticule, and provides readout 
that automatically documents the sweep speed and ver- 
tical deflection factor for each beam. A user- add res sable 
readout option allows you to write up to two lO-char- 
acter words of your choice to identify the photograph, 
the device under test, etc. The TEKTRONIX C-27 
Option 1 Camera with 10,000 speed film and the Writ- 
ing Speed Enhancer (or P-1 1 phosphor option) make it 
possible to photograph a one-shot display to the full 60 
MHz bandwidth of die system. 




1502 and 1503 TDR Cable Testers 

The 1 500 Series meets the most stringent environmental 
specifications for flight-line rated test eejuipment. These 
portable 'FOR Cable 7 esters are at home operating in a 
deluge or a sand storm. January in Alaska or August in 
7Txas doesn’t bother them. Bouncing around in an ofl- 
th e-road repair vehicle or being doused with salt spray 
on board ship doesn't stop them either, 77iey’re small, 
seIi-c:o main eel, rugged, and battery operated. 

7 die two Cable Testers use 77) R, a proven technique, 
to pinpoint faults to a fraction of an inch in short lines. 
In longer lines they resolve faults to within a yard as far 
away as 50, 000 feet, de])ending on the cable character- 
istics. W h a t can y o u test w i t h th i s se r i es ? f u s t a 1 ) o u t a n v 
cable assembly from lamp coi d to coax, jolus a variety of 
broadband (onij>onents (antennas, connectors, equal- 
izers, sensors, etc.) 

77ie J502, for lines up to 2000 feet, provides frac- 
tional inch resolution. U uses a I 10 jxs ste|) test signal 
into 50 ohms. 77ie 1505 works out to 50, 000 feet. It uses 
an impulse test signal into 50, 75, 95, or 125 ohms. BotJi 
versions are equipped for recording a “signature” of 
line chaixicteristics using most any external X-V Re- 
corder. Signatures tan be checked on a routine basis 
allowing problems to be idemifled and corrected before 
catastrophic failures can occur. An optional plug-in 
strip chart recorder is available (option 4). 
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455 Portable 50-MHz Oscilloscope 

The 455 combines 50-MHz bandwidth, dual traces, and 
delayed sweep in a rugged, value- leading portable oscil- 
loscope. This instrument provides a cost-eilective means 
of bringing needed performance features and accuracy 
to held service applications and to many production 
applications as well. 

Accuracy and measurement range of the -155 are suit- 
able for virtually all servicing of digital and analog 
equipment. Vertical sensitivity ranges to 5 mV/div with 
±: 3 % a cc u r a cy (1 m / d i v w i t h c h a n i le 1 s cascaded). 
Sweep rates extend to 5 ns/div (2% accuracy lor 50 
ns/div and slower, 3% for 5 ns/div, 10 ns/div, and 20 
ns/div) . Differential time measurement accuracy is 
±1.5%. 

In addition, the 155 offers features designed to make 
measurements faster, easier, and more error free. These 
include: lighted de dec don factor indicators, trigger 
view, variable trigger hold off, color-coded modular 
probes, modular construction for easy serviceabilitv, 
and an easily understood color-coded control panel. To 
further enhance its use in service and industrial en- 
viron me ms, the 155 is housed in a rugged, shock resist- 
ant j^lastic case. Optional 1:) at eery operation frees the 
155 from tlependence on ac lines. 

The 155 is an ideal choi<e lor servicing small to 
medium scale {ompi.[ters, com])uter perij>hera!s, indus- 
trial control e(|ui]>mcnt, military or commercial com- 
munications gear, ollice machines, and |.K)int-of-sale 
terminals. 




E4O10 and E4010-1 Graphic Display Terminals 

These two terminals are economy models of the |>opular 
TEKTRONIX lOlO computer graphics terminal and 
have all the -I Old's features except for the traditional 
thumbwheels to control the cross-hair cursor. Graphic 
input is through the keyboard. 7"he E IOK), and its hard- 
copy compatible version, die £-1010-1, liave ll-inch 
liicker-free storage tubes, ()3-character ASCI! sec (Upper 
case), and 102-1 x 1021 addressable |)oiius. Ail 7'EK- 
'ERONIX interfaces, options and peripherals are com- 
patible with the terminals, including the graphics 
tall lets and disc memcjrv units. 




The 4923 Digital Cartridge Tape Reader 

The -1923 Digital Tape Reader is the perfect storage de- 
vice to team up with the TEKTRONIX 4010 family of 
Computer Display Terminals or the 4023 Terminal, In 
fact, any j>roduct using RS-232-C data communications 
lines can be used with the 4923 Option 1. 

Information is stored on a DC300A 3M Data Cart- 
ridge with a data capacity of 200,000 8-bit bytes. Data 
lormat is 128 8-bii byte records with variable length 
files. The standard model operates up to I OK baud, de- 
pending on the terminal environment. Option 1 lets 
you select a baud rate from I I D to 9600. 

Operating the 4923 is as simple as one, tw^o, three. 
You liave front ]xmel controls for Reverse, Write, Stop, 
Run and Forward, 

The computer can access START READ (DCl) and 
STOP READ (DC3). During a READ operation the 
1923 provides a line-turn-around character if a DCS is 
encountered in die data. Once a DC3 is read, the follow- 
ing stored character is read and sent, and the unit stops. 



2701 and 2703 Step Attenuators 

I he 270 1 and 2703 Step .-\ttenuators are small, labo- 
ratory-quality, wideband bench- top instruments for 
attenuating large value radio- and video-frequency sig- 
nals, 'Die 2701 is a 50 ohm attenuator particularly 
useful in making receiver sensitivity and distortion mea- 
surements. Its range of attenuation is 0 to 79 dB, in 1 dB 
steps. A Iront-panel slide switch selects dc (direct cou- 
pling) , ac (jirotects against tic olfsets) , or dc TERM (a 
50 ohrn precision termination) . 
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The 270-^ is a 75 ohm attenuaior ior television, 
CArV, telephone, and radio applications. A front- 
panel switch extends the range from 79 dB to 109 dB, 
making an ideal accessory for wide-range measurements 
of cross modulation, signal-to-noise ratio, receiver sensi- 
tivity, etc. Attenuation can be selected in I dB steps 
with tens and units cam switches. The value selected is 
shown in the display window. A block has been in- 
corporated on both rear panel ports to protect against 
accidental burnout from high dc offsets or ac power on 
center conductors. 




1® Luminance Probe 

1 he J6523 1 Luminance Probe is the newest probe lor 
the jlG Photometer/Radiometei’. The J6523 is especi- 
ally useful for measuring a very small spot or a small, 
distant area of light. 

Now you can take a precision light-measurement tool 
into the field and make measurements in difficult situa- 
tions. 71ie JI6/J6523 is tough, compact, light (about 5.5 
pounds), battery operated, and stabilized for reliable 
indoor or outdoor use. 

The J6523 has a measurement range of O.l to 19,900 
foot-lamberts (1 to 199,900 nits for the metric version), 
will measure a spot as small as 0.23 inch (smaller with 
commercially available close-up lenses), and has an 
optical sighting system with a 9-degree field of view. Its 



stable silicon photodetector incorporates accu 
rate pho topic spectral connection . 




WP 1205 Digital Processing Oscilloscope (DPO) 

The WP 1205 DPO is a low-priced starting package for 
customers with a restricted budget. I'he package in- 
cludes one 7AIG vertical plug-in. one 7B70 time base 
plug-in, a CPI 151 comroiler with a IGk memory, a 
modified ASR-33 teletype, and paper tape DPO TEK 
BASIC software. 

I'he WP1205 has an internal Ik semiconductor mem- 
ory, adequate to acquire and display one waveform with 
scale factors. But a standard OjJtion is available j)ro- 
viding a 4k memory. The CPI 151 controller with 16k 
memory provides adequate program space for most 
user applications since s]>ecific software routines may 
be selected when initially loading DPO TEK BASIC 
software. 

Option 02 deletes plug-ins, option 08 substitutes a 
4k processor memory for the Ik memory, and option 
09 changes the line voltage connections for 230- V 
operation. 



Most of the products pictured here are making their 
initial appearance in Tekscope. Others have been 
announced by Tektronix in the last few months and 
are included here because of their wide range of 



application. We invite you to use the inquiry card 
accompanying Tekscope if you would like^ more 
complete information on any of these products. 
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